Fibrin sheaths in vascular access devices.
Persistent withdrawal occlusion associated with vascular access devices is a common problem with most intravenous devices that are left in place for more than seven days. This paper discusses the possible causes and describes how the most usual cause, fibrin sheath formation, can be remedied.